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ACCELERATED  METHOD  OF  IffiASURIlIG  THE  CONCEIITRATIOII 
OP  HATURAL  AJJROSOLS  IN  A  SOLID  DISPERSION  PHASE 
WITH  HIGH  ATMOSPHERIC  EUj-lIDir.r 


By:  S.  P.  Belyayev 


Dsternination  of  the  woicht  concentration  of  aerosols 
under  natural  conditions  poosesees  a  nuT^ibcr  of  specific  charac- 
toi’isticB.  The  concentration  of  natural  aerosols  is  ordinarily 
subjected  to  shai'p  oscillations;  tborcforc,  a  laoro  detailed 
study  requires  minirium  sur-ipling  tine.  The  frequent  appearance 
of  an  excess  of  noisturo  in  the  atmosphere  places  special  de¬ 
mands  on  the  filter  materiali,  first,  in  filtrating  under  in¬ 
creased  humidity  the  filter  mntet  be  sufficiently  firm,  and  sec¬ 
ondly,  the  filter  should  be  easily  end  rapidly  brought  to  a 
constant  weight.^ 


1.  The  filter  is  brouglit  to  a  constant  \7cight  by  drying 
it  so  that  variations  in  the  weight  of  the  filter  due  to  the 
presence  of  adsorbed  moisture  are  brought  within  previously 
established  limit?. 


Paper  filters  have  a  large  filtration  resietance  (about 
60  mm  Hg  at  a  rate  of  6  cm/socT  and  a  low  nccbanicnl  strength 
when  wotted,  ai’e  quite  hygroscopic  and  are  difficult  to  bring 
to  a  constant  weight.  Fiber  filters  stuffed  in  glass  adapters2 

2^1  GOST  5^>09-50.  State  Publishing  House  of  Standards, 
Koscovj,  1961. 


have  greater  mechanical  strength  than  paper  filters  end  are 
easier  to  bring  to  a  constant  weight,  making  it  possible  to 
cut  the  minliuim  requii'od  sampling  time  2-1/2  times.  Howovor, 
despite  the  high  filtration  rate  (up  to  1.5  m/soc  vjith  a  re¬ 
sistance  of  60-100  Hg),  the  passage. of  air  through  the  fil- 
_ters  due  to  the  small  filtration  area  is  not  very  largo  and 
the  time  required  to  bring  the  filter  to  a  constant  weight  is 
too  great. 

Type  AFA-V-18  filters,  made  of  K^P  fabric  and  VJidely  used 
at  the  present  time  foi*  aerosol  weight  arislysos,  possess  only 
slight  gyroscopicity,  ai-e  practically  100/.’  effective  at  filtra- 
tioi'x  rates  of  up  to  2  m/ssc  (with  a  rcsistr.nco  of  about  30  mn 
Hg),  have  a  sufficiently  large  filtration  area  and  considorah.Ie 
meohenical  strength  with  filtration  of  a  humid  medium. 


/ 


Due  to  the  low  gyroscopicity  of  the  filters  and  the  pos¬ 
sibility  of  passing  a  large  volume  of  air  through  them,  the 
minimum  required  sarapling  time  can  be  reduced  fifteenfold  over 
the  time  required  using  fiber  filters.  One  natural  disadvantage 
of  the  filter  is  the  change  in  its  properties  when  heated  to 
more  than  60®,  xvhich  introduces  familiar  difficulties  in  reduc¬ 
ing  the  filter  to  a  constant  v/eight  using  standard  methods. 

Preliminary  experiments  have  Indicated  that  after  drying 
the  weight  of  the  filters  decreases  (even  though  they  are  hydi’o- 
phoblc)  and  the  original  weight  is  restored  only  gradually  when 
they  are  maintained  in  the  laboratory  atmosphere.  For  example, 
immediately  after  a  10-minute  drying  at  60®  the  weight  of  the 
filter  (an  average  from  10  experiments)  decreases  to  1.2  mg 
(0.2jS  of  total  weight)  immediately  after  drying,  after  5  min. 
the  wei^t  deficit  is  0.5  nig,  0.3  mg  after  3  hrs.  and  0.2  mg 
after  24  hrs.  In  other  words,  the  weight  of  the  filter  is 
practlc^ly  stabilized  after  5  min.  and  changes  only  slightly 
after  that.  Consequently,  in  order  to  stop  up  the  process  con¬ 
siderably  there  is  no  need  to  maintain  the  filters  imtil  the 
original  weight  is  restored  -  it  suffices  to  continue  the  drying 
operation  (heating  then  maintaining  under  laboratory  conditions) 
until  and  after  sampling.  However,  in  this  case  a  drying  tem¬ 
perature  should  be  selected  which  permits  restoration  of  the 
original  filtration  properties  of  the  filters  after  drying. 

The  test  apparatus  used  to  check  the  relative  effective¬ 
ness  of  filters  subjected  and  not  subjected  to  the  influence  of 
increased  temperature  is  shown  in  Fig.  1. 

Aerosol  samples  were  taken  from  a  fume  cabinet,  using  an 
aerosol  generator  to  maintain  a  sufficiently  high  concentration 
of  glycerin  drops  with  a  moan  diameter  of  2  microns,  Tlie  gly¬ 
cerin  fog  is  alternately  filtered  through  a  control  filter  (not 
subjected  to  the  influence  of  high  temperature)  and  a  working 
filter  (subjected  to  this  influence).  An  ultramicroscope  is 
used  to  determine  passage  through  the  filter. 

In  working  with  a  filter  subjected  in  advance  to  a  tem¬ 
perature  of  75® »  accelerated  passage  of  particles  was  observed 
^(Table  1),  At  the  same  tine,  passage  through  a  filter  subjected 
to  a  ten5)orature  of  57®  remained  praotically  the  same  as  passage 
through  the  control  filter. 

Thus  moisture  can  evaporate  from  the  filter  material  at 
57® •  At  normal  barometric  pressure  evaporation  under  such  tem¬ 
perature  conditions  is  quite  slow  and  it  vrould  be  advisable  to 
decrease  the  pressure  somewhat  in  order  to  speed  up  drying. 
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We  used  the  hygroscoi  io  filter  drying  method  proposed  by 
P.  P.  Dorosh,  X'Jith  a  \acuuia  desiccator  {Fig.  2).  liie  filters 
were  placed  in  the  upper  section  of  the  desiccator,  in  which  a 
residual  pressure  of  20-30  mr.i  Hg  vias  created  using  a  fore  pump. 
The  heating  element  consisted  of  a  200-w  electric  bulb  which 
rapidly  heated  the  desiccator  but  possessed  very  little  thermal 
Inertia.  The  dosirod  teiapcraturo  inside  the  desiccator  was 
maintained  automatically  using  a  contact  thermometer. 

In  order  to  determine  the  timo  required  to  bring  the  fil¬ 
ters  to  a  constant  weight  in  the  desiccator,  air  containing 
capillary  moisture  was  passed  through  the  filter.  Then  the 
filter  vms  placod  in  the  vacuum  desiccator  for  a  certain  period 
of  time  (at  a  teir^jorature  of  57®  and  a  residual  pressure  of  20- 
30  mm),  then  kept  for  5-10  zoin.  in  the  laboratory. 

Thus  it  was  established  that  if  the  quantity  of  moisture 
adsorbed  in  the  filter  is  equal  to  half  tho  weight  of  the  filter, 
the  filters  can  bs  kept  in  tho  desiccator  for  5  min.  to  bring 
them  to  a  constsmt  v/eight.  If  the  vxeight  of  the  moisture  equals 
the  weight  of  tho  filter,  10  min.  is  required,  and  if  the  weight 
of  the  moisture  is  equal  to  twice  the  weight  of  the  filter 
(which  can  be  considered  maximum  moistoning  of  tho  filter),  l5 
min.  is  required.  Therefore,  it  can  be  recommended  that  the 
filters  be  dried  in  the  desiccator  for  15  Kiin*  The  results  of 
tests  on  filters  kept  in  a  desiccator  for  15  min.,  followed  by 
another  5  min.  in  the  laboratory,  aro  shown  in  Table  2.  It  is 
evident  frem  this  Table  that  changes  in  the  weight  of  the  fil¬ 
ter  boforo  axid  after  the  test  did  not  exceed  0.1  mg,  l.e.,  they 
were  within  limits  prescribed  by  the  All-Union  State  Standard 
for  fiber  filters. 

It  should  also  bo  noted  that  filters  should  be  brought  to 
a  constant  weight  not  in  weighing  bottles  (or  in  any  other  air¬ 
tight  containers)  but  in  cwapletely  open  sublayers  protected 
against  contamination,  since  it  is  much  more  difficult  to  bring 
weighing  bottles  to  a  constant  weight  than  filters. 

The  proposed  method  of  analyzing,  the  concentration  of 
^aerosols  in  tho  presence  of  excess  moisture,  using  APA-V-18 
filters,  makes  it  possible  to  reduce  throe-  to  fivefold  the 
time  required  to  bring  the  FPP  filters  to  a  constant  weight 
compared  to  the  time  required  using  the  method  of  A.  I,  Vronskiy 
and  V.  B.  Latushkina. 
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Table  1 


Chocking  the  effectiveness  of  APA-V-18  filters  after  they 
a.^e  brought  to  a  constant  weight  In  a  vacuum  desiccator. 


Test 

No. 

Ho.  of  particles  after  filtration 
(per  minute) 

1 

Temperature  (in  de¬ 
grees)  in  bringing 
the  working  filter 
to  a  constant  weight 

Working  Filter 

Control 

filterl 

1 

2 

6 

Was  not  heated 

2 

Here  than  100 

14 

75 

3 

60 

3 

75 

k 

More  than  100 

10 

75 

5 

92 

23 

75 

o 

More  than  100 

16 

75 

7 

More  than  100 

4 

75 

6 

30 

35 

57 

9 

29 

16 

57 

10 

11 

60 

57 

U 

22 

13 

57 

12 

5 

22 

57 

1  The  control  filter  was  not  brought  to  a  constant  weight. 
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Results  of  bringing  APA-V-18  filters  to  a  constant  weight  in  a  vacuum  desiccator  after 
moistening  them 


Figure  1:  Test  apparatus  to  check  the  relative  effective¬ 
ness  of  filters. 

1)  Fume  cabinet;  2)  Intake  tube;  3)  3-way  cock;  If)  Work¬ 
ing  filter;  5)  Control  filter;  6)  Ultramicroscope;  7)  Cap¬ 
illary  flow  meter;  8)  Plow  regulator;  9)  Blower;  10)  Gly¬ 
cerin  fog  generator;  11)  Heaters;  12)  Flow  meters;  13)  Dust 
collector;  Ilf)  Nitrogen  tank;  15)  Autotransformers. 

a  -  Dust  collector;  b  -  Nitrogen. 


Figure  2:  Vacuum  desiccator. 

a  -  Vacuvim  puzq?;  b  -  Vacuum  gauge. 
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